New aspects of technical testing of intravascular stents.
Maximum magnetic resonance artifacts from stents are often determined by the presence of ferromagnetic compounds in the delivery system. We propose a mathematic model describing artifacts caused by nitinol stents. A method for evaluation of critical radial rigidity of the stents was developed.